[Evaluation of the ELISA method for cholera toxin determination in Vibrio cholerae cultures].
ELISA test was evaluated in 503 cultures of Vibrio cholerae O1 y 303 Non-O1. The cultures were isolated from sewage from different states of México between june 1991 and october 1992. The sensitivity was 100% and specificity was 96%. Only 12 strains of V. cholerae Non-O1 were positive for CT toxin. When these cultures were confirmed by polymerase chain reaction (PCR) for cholera toxin, the results were negative. ELISA test is a good alternative to be used for toxin production in cultures of V. cholerae, it needs confirmation only with O1 negative and Non-O1 positive reactions.